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Summary 


•  There  is  increased  interest  in  the  use  of  quantitative  ultrasound  (QUS)  for 
diagnosis  of  osteoporosis. 

•  Ultrasound  devices  for  diagnosis  of  osteoporosis  measure  the  speed  of  sound 
(SOS)  and/ or  broadband  ultrasound  attenuation  (BUA)  at  the  calcaneus.  Both 
wet  systems,  v^hich  make  use  of  a  water  bath  in  which  the  foot  is  submerged, 
and  dry  systems,  in  which  the  heel  is  in  direct  contact  with  the  ultrasound 
transducers,  have  been  produced. 

•  Data  could  be  identified  for  five  individual  machines  which  are  possibly 
relevant  to  the  Canadian  market.  Comparative  data  on  these  devices  are 
limited,  though  all  appear  to  have  about  the  same  level  of  precision. 
Coefficients  of  variation  for  BUA  seem  somewhat  higher  than  those  for  dual 
energy  x-ray  absorptiometry  (DXA)  while  those  for  SOS  are  somewhat  lower. 

•  There  are  no  data  available  on  accuracy.  The  concept  of  accuracy  for  the 
technology  is  unclear  as  the  attribute  being  measured  is  not  well  defined. 

•  Both  BUA  and  SOS  measurements  show  only  moderate  correlation  with  those 
from  DXA. 

•  Results  from  most  studies  indicate  good  correlation  of  ultrasound  parameters 
with  fracture  prevalence  for  study  populations.  Values  for  relative  risk  are 
similar,  though  somewhat  lower  than,  corresponding  data  for  DXA 
measurement. 

•  Some  evidence  suggests  that  DXA  and  QUS  are  measuring  different  physical 
phenomena  and  may  identify  different  groups  of  people  as  being  at  risk  for 
fracture.  However,  there  is  no  evidence  of  increased  capture  of  an  at-risk 
population  if  both  tests  are  performed. 

•  There  is  very  little  information  available  on  the  use  of  QUS  outside  the 
research  setting.  Measures  of  its  performance  and  guidelines  for  use  in  routine 
clinical  practice  are  not  yet  available. 

•  There  is  no  evidence  that  use  of  the  technology  appropriately  influences 
management  decisions  or  improves  health  outcomes.  From  the  available 
information,  it  is  suggested  that  use  of  QUS  as  a  pre-screening  tool  prior  to 
DXA  would  not  be  appropriate. 
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•  QUS  may  provide  an  option  for  use  in  under-serviced  populations  as  an 
alternative  to  DXA.  However,  if  such  an  approach  were  adopted,  a  number  of 
practical  issues  would  need  consideration,  including  the  need  for 
confirmatory  tests  and  potential  duplication  of  services. 

•  At  this  stage,  quantitative  calcaneal  ultrasound  appears  to  a  be  promising 
diagnostic  technology  but  its  role  in  diagnosis  of  osteoporosis  remains 
unclear.  Further  evidence  regarding  its  long-term  precision,  predictive  ability 
and  potential  cost-effectiveness  is  required  before  its  place  in  routine  health 
care  services  can  be  established. 
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Glossary 


dxCCl  LXX  IV^d    LXIC.  ^  LAX  V  C  IXCV-CXVCX        L/'CX  CI  LXX         V_X  LCIX  CIV.  L^X  XO  LXV.  V,  LXX  »  y 

RDM 

V»r»T>P  HpnClt^T'  TYlP^QTTTPTnPTI'h 

BMD 

bone  mineral  densitv 

BUA 

broadband  ultrasound  attenuation 

cv 

coefficient  of  variation 

dB 

decibels 

DP  A 

Hnal  nVinton  abtinrDtinmplTV 

DXA 

dual  energy  x-ray  absorptiometry 

HRT 

hormone  replacement  therapy 

MHz 

megahertz 

OR 

odds  ratio 

OCT 

mi;^TTH'hPilH VP  r'nmDnl'pd  tomnoranhv 

\J  LXCIX  L  LX  LCI  LX  V  ^  V^V^XX  LL/ LJ.  LVi^V4.  L\^XX  LV.^  clX  CI  L/X  L  y 

QUI 

nnantitativp  nltr?i<;mi'nd  indpY 

LXCiX  L  CX  LCI.  IrX  V  ^   LXX  LX  Cli^w  CXX  L\.X  XX  LViWyX 

OT  JS 

mi;^TTHi';^Hvp  iiltrPiQmTnrl 

VJ  LXCIX  LLXLCILX  V  C  LIX  LX  C19W  LXX  LV.X 

ROC 

receiver  operating  characteristic 

RR 

relative  risk 

sCV 

standardized  coefficient  of  variation 

QT 

stiffness  index  calculated  from  the  SOS  and  BUA 

SOS 

speed  of  sound 

SXA 

single  energy  x-ray  absorptiometry 

T  score 

standardized  BMD  as  compared  to  sex-matched  young  adults 

Z  score 

standardized  BMD  as  compared  to  age  and  sex-matched  individuals 
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Introduction 


This  report  has  been  prepared  in  view  of  the  increasing  interest  in  ultrasound 
technology  for  diagnosis  of  osteoporosis.  Until  recently,  quantitative  ultrasound 
(QUS)  was  mainly  being  used  in  research  settings.  This  procedure  is  still  not 
covered  by  provincial  fee  schedules.  The  recent  FDA  pre-marketing  approvals  of 
the  Hologic  Sahara  and  Lunar  Achilles  devices  for  general  use  in  the  diagnosis  of 
osteoporosis  can  be  expected  to  increase  interest  in  the  use  of  this  technology  by 
both  consumers  and  healthcare  providers. 

The  issues  addressed  in  this  report  include  the  current  status  of  quantitative 
ultrasound  technology,  its  performance  and  predictive  value  compared  to  x-ray 
based  technologies,  availability  of  machines,  and  issues  related  to  its  use  in 
Canada.  Details  of  methodology  used  for  the  literature  review  are  given  in 
Appendix  A. 

Osteoporosis  implies  a  decrease  in  bone  mass  and  an  increased  risk  of  fractures. 
With  osteoporotic  fractures  come  increased  pain  and  disability,  and  even  death. 
Those  at  increased  risk  are  post-menopausal  women,  elderly  individuals  of  both 
sexes,  and  people  on  medications,  such  as  corticosteroids  and  heparin,  that  deplete 
bone.  The  purpose  of  testing  with  bone  density  measurement  is  to  identify  those 
with  low  bone  mass  and  treat  them  with  drugs  that  halt  or  reverse  the  loss  of  bone, 
in  an  effort  to  avoid  the  occurrence  of  a  fracture.  It  is  hoped  that  knowledge  of 
bone  mass  will  allow  identification  of  those  individuals  at  highest  risk  of  fracture 
and  have  an  impact  on  decisions  affecting  their  management.  Osteoporosis  affects 
thousands  of  Albertans,  with  a  substantial  proportion  of  those  going  on  to 
fracture. 

Diagnosis  of  osteoporosis  and  fracture  prediction  are  most  commonly 
accomplished  by  radioisotope  or  x-ray  based  techniques  including  single  photon 
absorptiometry  (SPA),  dual  photon  absorptiometry  (DP A),  quantitative  computed 
tomography  (QCT)  and  dual  energy  x-ray  absorptiometry  (DXA).  These  devices 
measure  bone  mineral  density  (BMD),  an  indicator  of  bone  mass. 

DXA  is  currently  the  most  widespread  diagnostic  technique  used  in  the  diagnosis 
of  osteoporosis.  The  limitations  of  DXA  are  its  relative  expense  and  known 
performance  limitations  (76).  Also,  DXA  may  not  be  readily  available  to  those  in 
smaller  communities.  QUS,  on  the  other  hand,  is  being  marketed  as  an  office 
procedure  due  to  the  small  size  and  lower  cost  of  US  machines,  as  compared  with 
DXA.  The  potential  attractions  of  ultrasound  include  a  less  expensive  procedure 
and  better  access  for  patients.  These  are  tempered  by  the  reports  of  performance 
limitations.  Ultrasound  also  avoids  use  of  ionizing  radiation,  although  this  is  of 
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limited  significance  as  a  DXA  measurement  provides  considerably  less  radiation 
exposure  than  a  chest  x-ray. 

There  is  mixed  opinion  regarding  the  proposed  role  for  QUS,  with  some 
suggesting  it  could  replace  DXA  or  other  x-ray  based  diagnostic  techniques  where 
they  are  not  available.  The  performance  of  QUS  needs  to  be  evaluated  before  its 
use  becomes  widespread.  A  major  limitation  for  the  technology  at  present  is  the 
lack  of  a  phantom  for  cross-calibration  and  standardization  (Lentle,  personal 
communication) . 

Description  of  the  technology 

Quantitative  ultrasound  measures  speed  of  sound  (SOS)  and  broadband 
ultrasound  attenuation  (BUA).  The  most  commonly  used  site  is  the  heel 
(calcaneus),  though  measurement  at  other  sites  such  as  the  tibia  and  phalanges  has 
also  been  studied.  The  units  may  make  use  of  a  water  bath,  in  which  the  foot  is 
submerged,  or  else  a  dry  system  where  the  heel  is  in  direct  contact  with  two 
ultrasound  transducers.  It  is  important  for  there  to  be  good  acoustical  contact 
between  the  skin  and  the  transducer.  A  coupling  gel  or  pads  are  used  to  facilitate 
contact.  One  of  the  ultrasound  transducers  emits  an  ultrasound  wave.  On  its 
passage  through  the  heel,  both  the  speed  and  amplitude  of  the  wave  are  changed. 
These  changes  are  detected  by  the  second  transducer. 

The  differences  in  velocity  and  amplitude  are  recorded  as  speed  of  sound  and 
attenuation  measurements  respectively.  The  Lunar  Achilles  machine  calculates  a 
quantity  referred  to  as  a  stiffness  index  (SI)  from  the  SOS  and  BUA  values  (this 
appears  to  have  no  direct  relationship  to  the  term  ''stiffness''  used  in  materials 
science).  The  Hologic  Sahara  device  reports  a  quantitative  ultrasound  index  (QUI), 
calculated  from  SOS  and  BUA.  It  is  unclear  whether  SI  and  QUI  are  calculated  in 
the  same  manner. 

What  measurements  are  made  with  quantitative  ultrasound? 

Velocity  may  be  measured  as  limb  velocity  (bone  and  soft  tissue  of  the  heel),  bone 
velocity,  and  time  of  flight  (TOF)  (difference  in  speed  through  water  versus 
through  water  with  a  heel  in  it).  Water  bath  methods  use  TOF  and  assume  a  fixed 
heel  width.  This  gives  the  greatest  precision  but  the  smallest  dynamic  range  (range 
of  normal  values).  Contact  systems  use  the  limb  velocity.  Velocity  can  be  related 
algebraically  to  the  elastic  modulus  of  bone,  a  measure  of  bone's  deformability. 
Velocity  has  been  correlated  with  the  mechanical  strength  of  the  calcaneus  (7). 

Attenuation  describes  the  loss  of  wave  energy  as  an  ultrasound  signal  passes 
through  bone,  mainly  through  absorption  and  scattering  (16).  BUA  describes  a 
linear  relationship  between  attenuation  and  frequency  of  ultrasound  waves,  and  is 
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reported  as  the  slope  of  this  relationship.  BUA  has  no  direct  mathematical 
relationship  to  the  mechanical  properties  of  bone:  However,  it  is  correlated  with 
physical  density  of  the  calcaneus  (45)  as  well  as  the  ipsilateral  femoral  failure  load. 
Other  variables  which  may  affect  QUS  measures  include  trabecular  orientation 
and  ankle  edema  (Lentle,  personal  communication). 

Investigators  have  attempted  to  identify  a  relationship  between  ultrasound 
parameter  measures  and  microarchitecture  of  bone,  including  trabecular  and 
cortical  bone  thickness  as  well  as  connectivity  of  trabeculae.  The  one  study 
retrieved  for  this  assessment  that  investigated  this  question  was  unable  to  show 
that  ultrasound  measures  bone  microarchitecture  rather  than  bone  quantity  (22). 

What  is  the  relationship  between  ultrasound  parameters? 

There  is  only  fan-  correlation  between  BUA  and  SOS  (r=0.57  -  0.75)  (18,27,57).  The 
calculated  quantities  SI  and  QUI  are  more  highly  correlated  with  BUA  and  SOS,  as 
would  be  expected. 

There  are  differences  in  the  precision,  change  over  time,  and  response  to  therapy 
between  SOS,  BUA  and  SI.  In  general,  the  precision  error  of  BUA  is  higher  than 
that  of  SOS.  Due  to  the  smaller  range  of  physiologic  values  for  SOS,  however,  the 
standardized  coefficient  of  variation  is  similar  to  that  of  BUA.  Standardizing  the 
coefficient  of  variation  takes  into  account  the  natural  range  of  values  for  a 
particular  measure. 

Studies  examining  the  predictive  value  of  ultrasound  with  regards  to  fracture  have 
used  BUA,  SOS  and  SI.  Ability  to  predict  fractures  is  similar  for  each  of  the  three 
ultrasound  parameters. 

For  a  user  of  a  method  such  as  QUS  to  be  able  to  confidently  detect  a  change  in 
bone  density  over  time,  it  will  be  necessary  for  the  precision  error  of  the  device  to 
be  lower  than  the  change  anticipated  over  the  measurement  interval.  It  appears 
that  the  change  does  not  exceed  the  precision  error  for  BUA  over  a  period  of  one 
year.  However,  in  the  case  of  SOS  and  SI  the  change  does  exceed  the  precision 
error.  These  problems  with  change  over  time  can  be  addressed  by  increasing  the 
time  between  repeat  tests.  This  limitation  has  implications  for  the  use  of  this 
technology  in  monitoring  changes  in  bone  density.  It  should  also  be  noted  that 
QUS  has  only  been  validated  in  older  women.  Blake  et  al.  (6)  state  that  there  are 
doubts  as  to  how  to  interpret  results  in  younger  women. 

Relationship  of  QUS  to  DXA 

DXA  measures  the  mineral  content  or  density  of  bone.  A  recent  meta-analysis  of 
cohort  studies  has  shown  that  a  one  standard  deviation  fall  in  bone  density  (BMD) 
at  any  site  is  predictive  for  a  fracture  at  all  sites,  with  a  relative  risk  (RR)  of  1.5  (41). 
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There  is  a  higher  predictive  value  for  low  bone  density  at  a  specific  site  and 
fracture  at  that  same  site.  For  example,  measurement  at  the  hip  gives  a  RR  for  hip 
fracture  of  2.6  for  a  1  SD  reduction  in  BMD. 

All  ultrasound  parameters  show  only  moderate  correlation  with  DXA  (r  =  0.3  - 
0.8),  with  correlation  varying  between  parameters  and  among  studies.  A  few 
studies  have  looked  at  the  sensitivity  and  specificity  of  median,  lower  quartile,  or 
(T  score  -2)  values  of  QUS  parameters  in  prediction  of  osteoporosis  as  defined  by 
DXA  at  the  spine  and  femur  (26,54,57,80).  Very  low  ultrasound  scores  (T  score  -2) 
have  been  used  to  predict  osteoporosis  as  defined  by  BMD  (T  score  -2.5)  by  DXA 
(54,57).  Sensitivity  for  this  type  of  comparison  ranges  from  88-90%. 

A  study  that  used  mean  ultrasound  values  to  predict  moderately  low  DXA  in  post- 
menopausal women  showed  lower  sensitivity  (68-70%)  (80).  This  was  similar  to 
the  results  reported  by  Herd  et  al.  (26)  using  lower  quartile  ultrasound  parameter 
values  to  predict  osteopenia  as  defined  by  a  DXA  T  or  Z  score  of  -1.  Sensitivity  in 
that  study  ranged  from  68-69%  for  lumbar  spine  and  63-70%  for  prediction  of 
femoral  neck  osteopenia. 

There  is  a  general  problem  assessing  the  performance  of  a  diagnostic  test  with 
precision  errors  by  using  another  diagnostic  test,  which  will  have  its  own  bias  and 
precision  errors.  This  situation  results  in  a  considerable  margin  of  error  in  the 
prediction. 

Individual  QUS  machines 

There  are  a  number  of  quantitative  ultrasound  QUS  machines  available  that 
measure  bone  density  at  the  calcaneus.  The  units  referred  to  in  this  report  were 
included  on  the  basis  of  their  documented  performance  and  relevance  to  the 
Canadian  market.  There  are  likely  other  machines  available  in  other  countries  that 
may  become  more  prominent  in  the  future. 

The  Lunar  Achilles  and  Walker-Sonix  UBA  575  devices  are  water  bath  systems. 
The  Hologic  Sahara  and  McCue  CUBA  are  contact  (dry)  systems.  The  Norland 
Paris,  although  a  direct  contact  system,  is  described  as  a  contained  water  bath 
method,  because  the  coupling  medium  between  the  heel  and  the  transducer 
consists  of  a  water  reservoir. 

All  of  these  devices  use  paired  transducers  to  measure  the  speed  of  sound  and 
broadband  ultrasound  attenuation.  The  older  model  of  Walker-Sonix  575 
measured  only  BUA.  The  newer  575+  machine  also  measures  SOS. 
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status  and  availability: 


Table  1  summarizes  the  status  of  the  five  machines  with  respect  to  licensing  and 
history  of  use.  The  Hologic  Sahara  and  Lunar  Achilles  both  received  U.S.  Food  and 
Drug  Administration  (FDA)  pre-market  approval  during  1998.  Both  had  been 
used  previously  for  research  purposes  and  marketed  in  a  number  of  countries. 

The  Norland  Paris  is  a  machine  developed  by  IMRO,  a  Canadian  company.  The 
device  is  being  used  currently  for  a  multi-centre  osteoporosis  research  study  in 
Canada  (CaMOS).  The  rights  to  the  device  were  purchased  by  Norland,  which  has 
marketed  it  internationally  since  February  1998.  It  is  also  being  distributed  in  the 
United  States  to  be  used  for  research  purposes,  as  part  of  the  FDA  pre-approval 
process. 

A 1995  review  article  (16)  estimated  that  1,700  ultrasound  devices  were  in  use 
world-wide.  At  that  time  their  use  in  North  America  was  restricted  to  research 
centres,  although  they  were  more  widely  distributed  in  Europe.  A  survey  of  BDM 
devices  in  1996  reported  the  presence  of  16  ultrasound  machines  (representing 
20%  of  all  BDM  devices  in  the  country)  in  Sweden  and  5  ultrasound  machines  (4% 
of  all  devices)  in  Australia  (40).  World-wide  placement  of  QUS  devices  has 
increased  substantially  over  the  last  three  years.  (Siminoski,  personal 
communication)  As  an  illustration,  a  media  release  from  Lunar  in  June  1998 
referred  to  the  use  of  more  than  2,300  Achilles  units  in  45  countries. 


Table  1:  Status  of  QUS  machines 


Machine 

Health  Canada 
approval 

FDA  approval 

History  of  use 

Lunar  Achilles 

1996 

1998 

research  use  since  1991 

McCue  CUBA 

no  application 

? 

research  use  since  ?  1990 

Walker  Sonix  575 

no  appUcation 

? 

research  use  since  1988 

Hologic  Sahara 

1996 

1998 

research  use  since  1997 

Norland  Paris 

no  apphcation 

pending 

CaMOS  study 

Differences  between  machines 


Two  studies  have  compared  the  performance  of  different  types  of  QUS  machines 
in  the  same  setting.  The  first  reports  precision  based  on  measurement  of  a 
phantom  (69).  The  short  term,  in  vivo  precision  of  the  Lunar  Achilles,  the  Walker 
Sonix,  and  the  McCue  CUBA  were  similar,  with  precision  for  BUA  measurement 
varying  from  0.75%  - 1.46%.  Precision  data  for  SOS  measurements  showed  greater 
variation,  with  values  ranging  from  0.25%  to  2.77%.  This  study  also  compared  the 
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precision  of  five  different  Lunar  Achilles  machines  and  found  a  much  larger  range 
of  errors  (0.7%-  4.2%)  than  seen  in  an  individual  machine. 

A  Study  by  Machado  et  al.  (39)  performed  repeated  measurements  on  osteoporotic 
and  normal  women.  The  precision  errors  were  similar  between  the  three  machines, 
with  the  lowest  errors  (0.3%  -  0.4%)  being  consistently  associated  with  SOS.  When 
precision  errors  were  standardized  for  physiologic  variation  in  the  measurement , 
the  errors  for  BUA  and  SOS  were  similar  (9.7%  - 13.2%  for  BUA  and  5.3%  -  9.7% 
for  SOS).  The  magnitude  of  precision  error  was  larger  in  this  study  than  in  the 
study  using  phantoms  (69).  Data  for  both  studies  are  shown  in  Table  2. 


Table  2:  Analytical  performance  of  different  QUS  machines 


study 

Lunar  Achilles 

Walker-Sonix 

CUBA 

Hologic  Sahara 

Strelitzki  (69) 
phantoms  only 

•  CV  =  0.75%  for 
BUA,  0.25%  for 
SOS 

•  CV  between  five 
machines  =  2.8- 
4.2%  for  BUA  and 
0.7%  for  SOS 

•  CV=  1.46%  for 
BUA 

•  GV=  1.25%  for 
BUA,  2.77%  for 
SOS 

Machado  (39) 
cross-sectional 
osteoporotic  and 
normal  women 
n=46 

•  CV  =  0.3%(SOS), 
2.6%(BUA), 
2.4%(SI) 

•  sGV  =  5.3%(SOS), 
9.7%(BUA), 
3.5%(SI) 

•  GV  =  0.4%(SOS), 
9.4%(BUA) 

•  sGV  = 

9.7%(SOS), 
13.2%  (BUA) 

•  GV  =  0.3%  (SOS), 
5.4%  (BUA),  3.5% 
(QUI) 

•  sGV  =  8.7% 
(SOS),  10.7% 
(BUA),  8.0%  (QUI) 

Greenspan  (20) 
cross-sectional 
osteoporotic  and 
normal  women 
n=161 

•  CV  =  2.35%  (SI), 
SCV  =  2.51% 

•  AUG  to  predict 
DXA  =  0.93(SI) 

•  GV  =  6.64%(BUA), 
SGV  =  5.33% 

•  AUG  to  predict 
DXA  =  0.88(BUA) 

•  CV  =  5.21% 
(BUA),  SGV  = 
4.31% 

•  AUG  to  predict 
DXA  =  0.90 
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Performance  of  ultrasound  machines 


Accuracy  and  precision 

Accuracy,  or  the  closeness  of  a  measurement  to  the  true  value  of  the  attribute 
being  measured,  is  difficult  to  define  and  determine  for  QUS.  In  addition,  there  is 
no  way  of  knowing  the  true  measure  of  bone  density.  It  is  possible  to  compare 
ultrasound  measurements  to  physical  properties  of  bone  in  cadaveric  studies,  or 
examine  the  ability  of  QUS  to  discriminate  between  osteoporotic  individuals  (with 
fracture)  and  normals.  However,  these  are  intermediary  comparisons  and  do  not 
represent  true  accuracy. 

Precision  (reproducibility)  is  good  when  the  random  error  is  low,  making  the 
variation  between  measurements  on  the  same  sample  small  (21).  Short  term 
precision  is  usually  measured  by  performing  repeated  studies  on  a  group  of 
individuals,  and  calculating  the  coefficient  of  variation.  Some  studies  report  the 
correlation  between  the  first  and  second  measurement  instead  of  coefficient  of 
variation  as  their  measure  of  precision.  Long  term  precision  relates  to  the  variation 
of  measurements  over  time.  This  precision  measurement  provides  information 
needed  to  assess  the  reliability  of  the  device  to  perform  follow-up  examinations. 
There  are  few  data  published  on  long  term  precision. 

Issues  that  may  affect  the  accuracy  and  precision  of  QUS  at  the  calcaneus  include: 
handedness  (29),  water  bath  temperature  (48),  ankle  edema  (30),  volume  of  fatty 
tissue  (33)  and  the  use  of  tap  water  rather  than  pre-boiled  water  (14). 

Most  of  the  studies  using  the  Walker  Sonix  machine  report  only  BUA,  as  SOS  was 
only  available  in  the  later  model.  There  is  no  information  on  the  accuracy  of  this 
device.  Short  term  precision  of  the  BUA  measurement  varies  from  2.1  -  6.6%  (3-5,8- 
10,24,29,36,43,51,57,63).  One  study  looked  at  long  term  precision  over  1  year  (67) 
and  reported  a  value  of  3.3%. 

The  Lunar  Achilles  reports  BUA,  SOS,  and  SI.  Precision  values  are  available  for  all 
three  measurements.  In  general,  the  precision  error  of  the  SOS  is  smaller  than  that 
for  BUA.  Results  from  a  number  of  studies  indicate  that  the  coefficients  of 
variation  vary  from  0.15%  -  0.7%  for  SOS,  from  0.4%  -  3.0%  for  BUA,  and  from 
0.2%  -  3.0%  for  SI  (20,38,45,47,52-54,64,65,67).  Two  studies  report  the  standardized 
coefficient  of  variation,  where  the  CV  has  been  standardized  for  the  physiologic 
range  of  values.  The  standardized  CV  for  SOS,  BUA,  and  SI  vary  from  5.3%  -  6%, 
6.1%  -  9.7%,  and  3.5%  -  4.5%  respectively  (39,75). 

The  McCue  company  has  produced  both  the  CUBA  clinical  and  the  CUBA 
research  machines.  Most  clinical  studies  report  results  on  the  CUBA  clinical 
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device.  Short  term  precision  for  the  BUA  measurement  varies  from  2.5%  -  3.8% 
(1,15,35).  The  velocity  measurement  had  CVs  of  0.44%  - 1.4%  (1,19,42).  One  study- 
reported  precision  over  three  months,  giving  values  of  4.9%  for  BUA  and  1.3%  for 
SOS  (19).  There  are  no  reports  of  standardized  coefficient  of  variation  for  either 
measurement.  A  study  on  the  CUBA  research  model  reported  short  term  precision 
values  of  6.3%  for  BUA  and  1.04%  for  heel  velocity  (27). 

The  Hologic  Sahara  has  the  least  amount  of  documentary  evidence  for  its 
performance.  Three  cross-sectional  studies  v^ere  located,  presented  as  abstracts, 
that  reported  data  on  short  term  precision  (31,39,65).  The  coefficient  of  variation 
reported  for  BUA  ranged  from  3.0%  -  5.4%  and  the  values  for  SOS  range  from 
0.18%  -  0.3%.  One  study  reports  standardized  coefficients  of  variation  for  BUA  and 
SOS,  of  10.7%  and  8.7%  respectively  (39). 

A  guide  in  evaluating  the  utility  of  a  diagnostic  technology  is  that  the  error  of  the 
measurement  must  be  smaller  than  the  expected  change  which  is  to  be  identified. 
If  QUS  is  to  be  used  for  the  diagnosis  of  osteoporosis,  the  precision  error  needs  to 
be  smaller  than  the  difference  between  osteoporotic  and  normal  values  (2).  For  use 
in  monitoring,  the  precision  error  should  be  smaller  than  the  expected  change  in 
values  during  the  interval  between  measurements. 

Two  studies  have  evaluated  this  aspect  of  QUS  performance  (62,75).  Schott  et  al. 
showed  that  the  expected  change  in  ultrasound  parameters  in  post-menopausal 
women  over  two  years  was  equivalent  to  five  times  the  precision  error  for  SOS 
and  equal  to  the  precision  error  for  BUA  (62).  van  Daele  et  al.  calculated  how 
much  of  the  variation  of  change  in  ultrasound  parameters  over  approximately  1.5 
years  of  follow-up  was  attributable  to  the  measurement  error.  For  SOS  it  was  27%, 
while  for  BUA  it  was  9%  (75).  They  also  calculated  the  time  between 
measurements  that  would  be  required  to  be  confident  of  identifying  a  true  change 
in  the  parameter.  In  their  cohort,  both  SOS  and  SI  decreased  significantly  (beyond 
precision  error)  within  1.4  years.  Their  patient  group  did  not  experience  a 
significant  change  in  BUA  over  the  study  period  (2  years). 

Comparing  these  results  to  the  precision  errors  for  DXA,  it  is  apparent  that  the 
errors  are  higher  for  QUS.  Reported  short  term  precision  errors  for  DXA 
measurement  of  the  spine  range  from  0.9%  - 1.33%,  for  femoral  neck,  1.2%  -  3.2%, 
for  Ward's  triangle,  2.5%  and  for  trochanter,  2.5%  (36,47,52,64).  Precision  data  for 
the  QUS  machines  are  summarized  in  Table  3.  Further  details  of  studies  on  the 
performance  of  these  QUS  devices  are  given  in  Appendix  B. 
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Table  3:  In  vivo  precision  data  for  QUS  machines 


Machine 

BUA 

SOS 

SI 

Walker  Sonix 

2.1  -6.6% 

3.3% 
(long  term) 

N/A 

N/A 

Lunar  Achilles 

0.4  -  2.8% 

0.15-0.7% 

0.2  -  3.0% 

McCue  CUBA 
clinical 

2.0  -  3.8% 

4.9% 
(long  term) 

r\  A       ^  AO/ 

0.4  -  1.4% 
1.3% 

N/A 

McCue  CUBA 
research 

6.3% 

1.0% 

N/A 

Hoiogic  Sahara 

3.0  -  5.4% 

0.18-0.3% 

N/A 

(1)  All  values  represent  short  term  coefficient  of  variation  unless  otherwise  indicated 


Ability  to  predict  fractures 

Data  on  prediction  of  fracture  risk  for  three  machines  are  summarized  in  Table  4. 

Results  from  most  studies  indicate  good  correlation  of  ultrasound  parameters  with 
fracture  prevalence.  The  relative  risk  of  fracture  associated  with  a  decrease  in  the 
ultrasound  measurement  are  of  the  same  order  as  those  associated  with  a  decrease 
in  the  DXA  measurement  at  the  spine  and  hip,  although  somewhat  lower. 
Reported  relative  risks  are  either  unadjusted,  adjusted  for  age,  or  adjusted  for  age 
and  DXA. 

The  Walker  Sonix  575  machine  was  used  in  three  prospective  cohort  studies  that 
examined  the  predictive  value  of  QUS  with  regards  to  hip  and  other  fracture.  One 
reported  a  RR  for  hip  fracture  of  2.0  (95%  CI  1.5,2.7)  and  a  RR  for  all  fractures  of 
1.3  (95%  CI  1.2,1.5)  (4).  Another  study  reported  a  RR  for  all  fractures  of  1.4  (95%  CI 
1.2,2.4)  (68).  All  of  these  RR  values  are  based  on  a  one  standard  deviation  (SD)  fall 
in  BUA  for  that  population  (peri-  and  post-menopausal  women).  The  first  two 
estimates  are  adjusted  for  age,  and  the  third  is  unadjusted. 

One  of  the  most  quoted  papers  describes  a  prospective  cohort  study  of  elderly 
women  in  nursing  homes  (53).  While  it  does  not  report  RR,  it  clearly  outlines  the 
different  fracture  risks  for  groups  of  women  based  on  their  BUA  measurement, 
level  of  cognizance  and  mobility.  In  women  with  the  highest  BUA  values  and 
levels  of  cognizance,  the  fracture  rate  was  1.5%  over  2  years,  compared  to  a 
fracture  rate  of  12.8%  in  women  with  the  lowest  BUA  and  cognizance.  On  the 
other  hand,  in  women  with  high  mobility  and  cognizance  there  was  minimal 
difference  in  fracture  risk  on  the  basis  of  the  BUA  value  (0.9%  as  compared  to 
1.2%).  These  results  bring  home  the  point  that  bone  density  plays  a  role  in  fracture 
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prediction,  but  is  by  no  means  the  sole  contributor  to  fracture  risk.  Furthermore,  it 
is  apparent  that,  depending  on  the  presence  or  absence  of  other  risk  factors,  bone 
density  may  be  highly  predictive  or  not  predictive  at  all. 

Fracture  prediction  by  the  Lunar  Achilles  is  reported  in  two  of  the  six  prospective 
studies  which  used  this  machine.  One  reports  RR  for  hip  fracture  of  1.9  (95%  CI 
1.5,2.3)  for  SOS  and  2.1(95%  CI  1.7,2.6)  for  BUA  (23).  Both  of  these  RR  values  are 
unadjusted,  and  refer  to  ultrasound  values  below  the  median  for  the  population 
(elderly  women).  The  other  study  reported  in  abstract  form,  does  not  cite  RR 
values,  but  only  the  proportion  of  incident  fractures  that  occurred  in  the  groups 
with  the  highest  (16.4%)  and  lowest  (37.7%)  quartile  of  stiffness  index  for  that 
population  (post-menopausal  women)  (71). 

There  are  limited  data  regarding  fracture  prediction  available  for  the  CUBA 
clinical  machine.  One  prospective  study  presented  in  abstract  form  was  conducted 
in  710  elderly  women.  There  were  BUA  and  SOS  measurements  and  a  2  year 
follow-up  (50).  BUA  was  able  to  predict  hip  fractures,  with  a  RR  of  4.5  (95%  CI  1.1, 
16.5).  This  relative  risk  value  compared  the  women  with  BUA  scores  in  the  lowest 
tertile  to  those  with  values  in  the  highest  tertile.  This  may  partially  account  for  the 
high  RR  value.  SOS  was  not  able  to  predict  hip  fractures,  and  neither  measurement 
was  predictive  of  other  osteoporotic  fractures.  One  cross-sectional  study  reported 
fracture  information,  but  simply  stated  that  the  median  BUA  and  SOS  values  were 
lower  in  the  group  with  a  fracture  history  (19). 

A  cross-sectional  study  that  utilized  the  Hologic  Sahara  found  that  mean  values 
for  all  ultrasound  parameters  were  lower  in  patients  with  a  history  of  fracture, 
compared  to  those  without  (31).  In  their  promotional  material,  Hologic  state  that 
the  Sahara  can  be  used  to  predict  fractures  on  the  basis  of  the  high  correlation  of  its 
measurements  with  those  of  the  Walker  Sonix  machine:  ''Sahara  and  Walker  Sonix 
results  were  highly  correlated  (r=0.91),  indicating  that  results  of  previous,  large 
prospective  fracture  risk  studies... are  applicable  to  Sahara''.  This  was  reported 
despite  the  fact  that  the  Hologic  is  a  dry  system  and  the  Walker  Sonix  is  water 
bath-based.  Direct  evidence  regarding  the  predictive  value  of  the  Hologic  Sahara  is 
still  required. 

Avecilla  et  al.  state  in  their  review,  that  while  the  water-based  calcaneal 
ultrasound  devices  have  demonstrated  acceptable  sensitivity  in  predicting  spine 
and  hip  fractures,  other  methods  have  not  been  widely  validated.  (2). 

Some  studies  perform  receiver  operating  characteristic  (ROC)  analysis  which 
combines  the  sensitivity  and  specificity  of  a  test,  in  this  case  to  predict  fractures. 
The  ideal  test  has  a  calculated  area  under  the  curve  (AUC)  with  a  value  close  to 
one,  indicating  high  sensitivity  and  high  specificity. 
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There  are  4  studies  utilizing  the  Walker  Sonix  machine  that  report  ROC  data.  All 
use  the  BUA  parameter,  and  report  an  AUC  of  0.76  for  predicting  hip  fractures 

(67)  ,  0.56  -  0.79  for  vertebral  fractures  (59,66)  and  0.58  for  prediction  of  all  fractures 

(68)  . 

There  are  3  studies  reporting  AUC  for  fracture  prediction  using  the  Achilles 
machine.  For  hip  fractures  the  AUC's  range  from  0.75  -  0.85  for  SOS  and  0.77  -  0.79 
for  BUA  (64,72).  For  vertebral  fractures  the  corresponding  values  are  0.68  -  0.81  for 
SOS  and  0.66  -  0.78  for  BUA  (18,72).  It  is  difficult  to  compare  results  from  different 
studies,  however,  due  to  differences  in  patient  characteristics  and  study 
methodology. 

Ultrasound  appears  to  be  a  promising  tool  in  the  prediction  of  fractures  for  a 
population,  even  controlling  for  age.  However,  fracture  prediction  for  an 
individual  would  be  subject  to  the  same  types  of  limitation  described  for  DXA  (41) 
An  issue  here  is  that  fracture  risk  for  an  individual  is  linked  to  multiple  risk 
factors. 

Some  of  the  studies  report  a  statistically  significant  predictive  ability  of  ultrasound 
even  after  adjusting  for  BMD  as  measured  by  DXA  (4,5,17,18,23,58,72).  All 
analyses  utilized  logistic  regression  models,  which  evaluated  the  ability  of 
ultrasound  parameters,  BMD  and  age  to  predict  fractures.  These  analyses  generate 
a  relative  risk  estimate  for  each  predictor  variable,  which  is  adjusted  for  the  other 
two  variables.  All  studies  showed  that  there  was  a  statistically  significant  increase 
in  risk  of  fracture  for  a  low  ultrasound  value  (mostly  BUA),  even  when  the  femoral 
or  lumbar  BMD  was  taken  into  account.  The  range  of  relative  risks  was  1.1-1.6 
(4,5,17,58,72).  One  study  reported  a  higher  RR  of  2.0.  This  may  be  because  the 
outcome  was  vertebral  deformity  and  not  symptomatic  hip  or  vertebral  fracture. 

Although  these  results  imply  that  DXA  and  QUS  identify  different  groups  of 
people,  there  is  no  evidence  of  increased  "capture''  if  both  tests  are  performed  (17). 

Most  of  the  studies  performed  to  evaluate  fracture  risk  were  cross-sectional  and  do 
not  provide  the  same  level  of  evidence  as  prospective  cohort  studies.  Results  from 
cross  sectional  studies  are  summarized  in  the  tables  in  Appendix  B. 

Cut-off  values  for  QUS  used  in  the  relative  risk  calculations  are  variously  reported 
as  median,  lowest  tertile,  or  lowest  quartile.  It  is  unlikely  a  discrete  value  for  SOS 
and  BUA  could  be  identified  that  could  be  used  for  all  populations  in 
determination  of  fracture  risk.  It  seems  likely  that  cut-off  points  would  need  to  be 
determined  for  individual  machines,  similar  to  those  used  for  the  different  DXA 
machines. 
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In  summary,  there  is  good  evidence  that  quantitative  ultrasound  is  able  to  identify 
populations  of  women  at  increased  risk  of  both  vertebral  and  hip  fracture.  Its 
ability  to  predict  fractures  in  an  individual  rather  than  a  population  is  less  clear  (as 
in  the  case  with  risk  factor  assessment  in  general).  The  etiology  of  osteoporotic 
fractures  is  multifactorial  and  it  is  not  possible  to  precisely  identify  at  risk 
individuals  with  BMD  measurement  alone. 


Table  4:  Prediction  of  risk  of  fracture  by  QUS 


Machine 

Parameter 

RR  at  the  hip 

RR  all  sites 

AUC  for  hip 
fracture 

AUC  for 
vertebral 
fracture 

Walker 
Sonix 

BUA 

2.0^  (1.5-2.7) 

1.3^1.2-1.5) 
1.4^'>  (1.2-2.4) 

0.76 

0.56-0.79 

Achilles 

SOS 
BUA 

1 .9^=  (1 .5  -  2.3) 
2.1"=  (1.7 -2.6) 

0.75  -  0.85 
0.77  -  0.79 

0.68  -  0.81 
0.66  -  0.78 

CUBA 

SOS 
BUA 

not  predictive 
4.5^  (1.1-16.5) 

not  predictive 

a  -  relative  risk  is  age  adjusted 

b  -  relative  risk  is  not  age  adjusted 

c  -  for  ultrasound  values  below  the  median 

d  -  comparing  lowest  tertUe  to  highest  tertile 


Evidence  of  clinical  utility 

There  is  no  evidence  that  the  use  of  QUS  appropriately  influences  management 
decisions  or  improves  health  outcomes.  Research  regarding  use  of  ultrasound 
technology  to  measure  bone  density  seems  to  be  at  an  early  stage,  involving 
mainly  evaluation  of  the  performance  of  the  various  machines. 

Two  papers  by  Langton  et  al.  describe  evaluation  of  the  role  of  ultrasound  in 
routine  clinical  practice  (36,37).  The  use  of  clinical  criteria  was  compared  to  BUA 
measurement  as  a  prescreen  for  DXA  (37).  One  hundred  and  seven  post- 
menopausal women  underwent  BMD  measurement  by  DXA  and  QUS  (CUBA 
Clinical),  as  well  as  filling  out  a  questionnaire  to  determine  the  presence  of  risk 
factors.  Risk  factors  included  osteopenia  on  x-ray;  underlying  disease  associated 
with  osteoporosis;  treatment  with  corticosteroids;  premature  menopause  and 
positive  family  history.  Langton  et  al.  calculated  the  cost  to  correctly  identify  an 
osteoporotic  person  (as  defined  by  DXA).  They  report  that  identifying  a  low  BUA 
measurement  (60db/MHz)  was  a  more  cost-effective  method  of  predicting 
osteoporosis  by  DXA  than  the  clinical  criteria.  The  study  is  limited  by  the  use  of  an 
unvalidated  set  of  clinical  criteria. (not  developed  to  predict  DXA  measurement). 
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More  studies  of  this  sort  are  needed  to  help  define  the  role  of  QUS  in  osteoporosis 
diagnosis  and  management. 

The  role  of  QUS  in  the  diagnosis  of  osteoporosis 
Pre-screening  tool  prior  to  DXA 

It  has  been  suggested  that  QUS  could  be  used  as  a  low  cost  way  to  pre-screen 
women  to  reduce  the  number  of  BMD  measurements  performed  by  DXA.  The 
poor  correlation  of  the  ultrasound  parameters  with  BMD  measurement  with  DXA, 
however,  makes  this  application  impractical.  There  is  controversy  on  this  point,  as 
portrayed  in  the  medical  literature.  Popcock  et  al.  state  that  estimates  of  error  were 
too  large  for  QUS  to  be  used  to  predict  BMD  (51).  Others  consider  that  QUS  could 
be  a  cost-effective  method  to  pre-screen  patients  for  DXA,  when  compared  to 
clinical  referral  criteria  (37).  This  second  proposition  depends  on  the  validity  of  the 
clinical  criteria,  as  well  as  the  cost  of  the  QUS  and  DXA  procedures.  Another  issue 
associated  with  use  of  two  diagnostic  tests  is  that  their  measurement  errors  will  be 
additive,  which  may  decrease  the  reliability  of  the  bone  density  value. 

QUS  cannot  be  recommended  for  use  as  a  pre-screening  tool  for  the  general 
population  (with  subsequent  confirmation  by  DXA)  for  the  purposes  of  diagnosing 
osteoporosis.  Use  of  a  combined  strategy  of  this  sort  would  increase  costs,  and 
cost-effectiveness  would  be  a  concern. 

Use  of  ultrasound  instead  of  DXA  in  under-serviced  areas 

A  number  of  studies  have  shown  that  the  predictive  power  for  QUS  is  of  the  same 
order  as  that  of  DXA  (though  the  x-ray  method  is  superior).  If  this  is  confirmed  in 
more  rigorous  prospective  trials,  then  QUS  might  be  used  iristead  of  DXA  for  the 
purposes  of  fracture  prediction.  The  use  of  quantitative  calcaneal  ultrasound  in 
areas  where  DXA  is  not  available  is  a  potential  option,  though  this  could 
effectively  be  equivalent  to  that  considered  under  the  ''pre-screening"  scenario. 

DXA  is  often  used  to  monitor  response  to  therapy  with  bone  sparing  agents. 
Although  there  are  limitations  in  this  application  due  to  the  precision  errors  of  this 
technology,  these  are  well  known,  and  can  be  taken  into  account  by  less  frequent 
monitoring.  QUS,  on  the  other  hand,  does  not  have  the  same  track  record  in  long 
term  follow-up  of  osteoporosis  treatment.  More  work  needs  to  be  done  to 
determine  if  QUS  can  accurately  reflect  changes  in  bone  density  over  time,  or 
whether  such  changes  are  beyond  the  precision  error  of  the  technology  . 
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Practical  matters  to  consider  are: 

•  Whether  patients  diagnosed  with  osteoporosis  on  the  basis  of  QUS  would  then 
need  a  confirmatory  test  (DXA  measurement) 

•  Whether  monitoring  of  patients  would  have  to  be  done  using  DXA  technology, 
because  of  the  precision  limitations  of  QUS. 

•  The  considerable  potential  for  duplication  of  services. 

Use  in  combination  with  DXA  for  better  fracture  prediction 

A  few  of  the  studies  that  have  looked  at  the  ability  of  QUS  to  predict  fractures 
have  also  examined  the  significance  of  confounding  predictive  factors.  These 
include  age  of  the  patient,  weight  and  BMD  as  measured  by  DXA.  These  studies 
show  that  the  predictive  value  of  QUS  is  still  significant,  even  after  taking  these 
factors  into  account.  This  finding  has  led  investigators  to  propose  that  QUS 
measures  something  different  than  DXA,  perhaps  the  structural  quality  of  bone. 

If  this  is  true,  then  perhaps  the  combined  investigations  of  DXA  and  QUS  would 
provide  stronger  predictive  information.  This  premise  has  been  tested  in  one 
study.  Gliier  et  al..  showed  that  combining  the  results  of  DXA  and  BUA 
measurements  of  the  femur  did  not  increase  the  area  under  the  receiver  operating 
characteristic,  unless  the  specificity  of  the  procedures  was  high  (80%  -  95%)  (17). 
This  study  showed  that  knowing  the  BUA  value  as  well  as  the  DXA  value  did  not 
provide  additional  predictive  power  to  that  from  the  DXA  measurement  alone. 
There  is  no  evidence  to  support  increased  diagnostic  yield  by  using  two  tests 
instead  of  one. 

Discussion 

Otiier  data  needed  to  draw  conclusions 

There  are  multiple  factors  that  put  a  person  at  risk  for  vertebral  and  hip  fracture.  It 
is  naive  to  assume  that  knowledge  of  DXA  or  QUS  data  will  allow  accurate 
prediction  of  fracture  risk  in  an  individual.  These  are  useful  methods  to  diagnose 
osteoporosis,  but  not  all  people  with  osteoporosis  suffer  a  fracture.  As  previously 
described,  Porter  et  al.  showed  that  low  BUA,  poor  cognition  and  good  mobility 
were  all  significant  predictors  of  hip  fractures  in  nursing  home  residents  (53). 
These  factors  interacted  in  different  ways  to  give  a  strong  association  with 
fracture.  For  example,  if  a  patient  was  not  mobile,  then  BUA  was  not  associated 
with  risk  of  fracture.  In  patients  who  were  mobile  with  poor  cognition,  a  low  BUA 
added  an  extra  risk  for  fracture.  More  research  of  this  type  needs  to  be  done  to 
look  at  the  multifactorial  nature  of  osteoporotic  fracture. 
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There  is  also  need  for  more  information  regarding  the  ability  of  QUS  to  identify 
small  changes  in  the  ultrasound  parameters  over  time.  There  may  be  situations 
where  large  changes  in  bone  density  are  anticipated  or  less  frequent  monitoring 
could  be  used  to  compensate  for  the  limitations  in  precision. 

The  implications  for  Alberta  of  the  introduction  of  this  technology  are  unclear.  If 
QUS  was  adopted  by  health  care  providers,  there  would  be  costs  related  to  the 
utilization  of  a  new  procedure  and  possibly  more  diagnoses  of  osteoporosis  than 
there  are  currently.  This  could  lead  to  increased  prescription  rates  for  anti- 
resorptive  therapy.  There  is  a  potential  to  increase  the  number  of  women  tested  for 
osteoporosis  if  a  method  is  available  that  is  convenient,  easy  to  use  and  more 
accessible  to  the  rural  patient. 

The  level  of  use  of  QUS  would  in  part  depend  on  the  current  practice  patterns  of 
utilization  of  existing  BMD  measurement  technologies.  There  are  no  published 
data  regarding  the  current  use  of  bone  density  technologies  among  physicians  in 
Alberta,  but  a  recent  study  looking  at  attitudes  of  Alberta  physicians  regarding  the 
diagnosis  and  treatment  of  osteoporosis  showed  significant  practice  pattern 
variation  (70).  A  concern  would  be  that  such  management  decisions  would  be 
based  on  results  from  a  technology  whose  analytical  performance  is  still  poorly 
defined  in  routine  practice.  Available  data  indicate  that,  as  with  other  methods 
such  as  DXA,  there  would  be  a  high  proportion  of  both  false  positive  and  false 
negative  results.  Depending  on  the  presence  or  absence  of  guidelines,  this  could 
also  lead  to  the  increased  utilization  of  existing  BMD  technologies  for  confirmation 
of  the  ultrasound  result. 

Finally,  research  would  be  needed  to  answer  the  question  of  whether  QUS  was 
changing  the  way  osteoporosis  was  being  diagnosed  and  treated,  and  whether 
health  outcomes  for  persons  with  this  condition  had  improved. 

Quantitative  calcaneal  ultrasound  appears  to  be  a  promising  diagnostic 
technology,  based  on  early  research  findings.  It  is,  however,  less  well  established 
than  the  widely  used  x-ray  techniques.  Its  role  in  the  diagnosis  of  osteoporosis 
remains  unclear. 

The  evidence  supporting  the  clinical  utility  of  QUS  is  still  preliminary  and  limited. 
The  quality  of  evidence  for  the  performance  of  this  device,  using  published  criteria 
on  levels  of  evidence  (81)  is  no  better  than  fair  to  poor.  Further  evidence  regarding 
long  term  precision,  prospective  prediction  of  osteoporosis  and  fractures,  and  use 
in  following  patients  on  therapy  are  needed  before  the  place  of  this  technology  in 
routine  health  care  can  be  determined. 

There  are  not  many  types  of  QUS  machines  on  the  market  currently,  but  this 
situation  may  change.  Those  machines  that  have  been  studied  extensively  and 
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reported  on  in  the  literature  are  not  the  same  devices  that  are  now  being  marketed 
aggressively.  Further,  good  quality,  studies  on  current  QUS  devices  on  the  market 
would  be  highly  desirable.  Issues  of  product  regulation  and  quality  control  are  not 
well  developed  at  this  point.  From  the  information  available  for  this  assessment, 
the  value  of  QUS  to  health  care  is  still  unclear.  In  this  rapidly  evolving  field,  the 
technical  performance  of  QUS  technology  and  its  role  in  routine  clinical  practice 
will  need  to  be  kept  under  review. 
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Appendix  A  -  Methodology 


Literature  searches  were  conducted  for  the  years  1988  - 1998  on  the  following 
electronic  databases:  Medline,  EMBASE,  HealthSTAR  and  Current  Contents. 
Search  terms  used  included:  calcaneal  ultrasound.ti,  ab,  sh.,  exp  Calcaneus/,  exp 
densitometry/,  exp  osteoporosis/  or  exp  osteoporosis,  postmenopausal/,  exp 
Mass  screening/,  exp  Bone  density/,  ultrasonography/.  These  terms  were  used 
singly  and  in  various  combinations.  Abstracts  presented  at  the  most  recent 
meetings  of  the  American  College  of  Rheumatology  and  the  American  Society  for 
Bone  and  Mineral  Research  were  hand  searched  for  relevant  studies.  Reference 
lists  of  retrieved  articles  were  also  hand  searched  for  studies  that  were  missed  by 
the  electronic  searches. 
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Appendix  B:  Studies  using  QUS  machines 
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